High-throughput measurements of the optical redox ratio using a commercial microplate reader

Taylor M. Cannon
Amy T. Shah
Alex J. Walsh
Melissa C. Skala
High-throughput measurements of the optical redox ratio using a commercial microplate reader

Taylor M. Cannon, Amy T. Shah, Alex J. Walsh, and Melissa C. Skala*

Vanderbilt University, Department of Biomedical Engineering, Station B, Box 1631, Nashville, Tennessee 37235, United States

Abstract. There is a need for accurate, high-throughput, functional measures to gauge the efficacy of potential drugs in living cells. As an early marker of drug response in cells, cellular metabolism provides an attractive platform for high-throughput drug testing. Optical techniques can noninvasively monitor NADH and FAD, two autofluorescent metabolic coenzymes. The autofluorescent redox ratio, defined as the autofluorescence intensity of NADH divided by that of FAD, quantifies relative rates of cellular glycolysis and oxidative phosphorylation. However, current microscopy methods for redox ratio quantification are time-intensive and low-throughput, limiting their practicality in drug screening. Alternatively, high-throughput commercial microplate readers quickly measure fluorescence intensities for hundreds of wells. This study found that a commercial microplate reader can differentiate the receptor status of breast cancer cell lines (p < 0.05) based on redox ratio measurements without extrinsic contrast agents. Furthermore, microplate reader redox ratio measurements resolve response (p < 0.05) and lack of response (p > 0.05) in cell lines that are responsive and nonresponsive, respectively, to the breast cancer drug trastuzumab. These studies indicate that the microplate readers can be used to measure the redox ratio in a high-throughput manner and are sensitive enough to detect differences in cellular metabolism that are consistent with microscopy results. © The Authors. Published by SPIE under a Creative Commons Attribution 3.0 Unported License. Distribution or reproduction of this work in whole or in part requires full attribution of the original publication, including its DOI. [DOI: 10.1117/1.JBO.20.1.010503]

Keywords: microplate reader; redox ratio; breast cancer; fluorescence; drug screening; Herceptin.

Paper 140599LRR received Sep. 18, 2014; accepted for publication Dec. 30, 2014; published online Jan. 29, 2015.

The development of effective new drugs is limited by costs of equipment, reagents, and personnel, as well as the significant time required to screen and test drug candidates. The average cost to develop a drug from its initial stages to regulatory approval is $1.8 billion, and the process is estimated to take over 13 years.¹ Therefore, new technologies are needed to accelerate drug development through accurate, high-throughput, low-cost measures in cells. Breast cancer remains the second leading cause of cancer death among women in the United States.² Many breast cancer treatments are assigned according to the presence of receptor proteins, particularly estrogen receptor (ER) and human epidermal growth factor receptor 2 (HER2). Hormone and targeted therapies intend to mediate the uncontrolled cell proliferation caused by these proteins, but have been met with limited success. Tamoxifen, an ER antagonist, is successful in less than 60% of ER+ patients, and trastuzumab, a HER2 inhibitor, effectively treats only two thirds of HER2+ patients.³⁻⁴ Furthermore, breast cancers that lack both of these biomarkers (triple negative) or develop drug resistance remain difficult to treat.⁵ Therefore, more effective therapies are required to improve breast cancer patient outcomes.

Current in vitro methods for preclinical drug screening rely on protein-based stains for cell viability and growth inhibition as an indicator of drug efficacy.⁶ These methods require staining procedures that are often costly, time-consuming, toxic to cells, and incapable of monitoring dynamic changes with time, thus limiting the throughput and versatility of drug screens.⁷

Another gauge of treatment response is cellular metabolism, which is related to chemotherapeutic response, HER2 expression and ER expression.⁸⁻⁹ Cancer cells exhibit the Warburg effect and preferentially undergo aerobic glycolysis.¹⁰ When glycolysis is upregulated, nicotinamide adenine dinucleotide (NAD+) is reduced to NADH in the glycolytic pathway more often than flavin adenine dinucleotide (FAD) produced during oxidative phosphorylation, leading to higher cellular levels of NADH than FAD. This relationship is quantified by the optical redox ratio, defined as the intensity of NADH divided by that of FAD. The redox ratio is sensitive to both ER and HER2 overexpression as well as drug response.¹¹⁻¹³ NADH and FAD are endogenous fluorophores, and thus enable metabolic measurements without requiring stains or dyes. Therefore, autofluorescence measurements are advantageous for high-throughput drug development.

Confocal and multiphoton microscopy measure NADH and FAD autofluorescence to assess the metabolism on a cell-by-cell basis.¹³⁻¹⁴ Although they provide high-resolution images of cellular-level metabolism, these low-throughput methods require expensive equipment and sophisticated image analysis procedures. Alternatively, microplate readers are an attractive platform for measuring fluorescence because of their high-throughput capabilities, but no previous literature assesses their application for autofluorescence measurements of metabolism. Microplate readers are already used in research settings to measure absorbance, fluorescence intensity, and luminescence using exogenous labels, and can quickly relay data for microtiter plates of hundreds of wells.

This study tests the sensitivity of a plate reader to differentiate the optical redox ratio of breast cancer cell lines with varying ER and HER2 receptor expression levels, as well as its ability to accurately gauge response to a HER2 inhibitor, trastuzumab. The findings of these experiments demonstrate that microplate readers can accurately identify differences in cellular NADH and FAD autofluorescence intensities that are consistent with published microscopy results.¹²,¹³ Therefore, we believe that microplate readers merit further exploration as a valuable tool in drug development and metabolic monitoring.

MDA-MB-231 (triple negative breast cancer), MCF7 (ER+/HER2−), MDA-MB-468 (ER−/HER2−), HER2+), and BT474 (ER+/HER2+) cell lines were cultured in clear Dulbecco’s Modified Eagle Media (DMEM) (Invitrogen, Carlsbad, California)
supplemented with 10% fetal bovine serum and 1% penicillin: streptomycin. Cells were plated in a 96-well Costar flat-bottomed transparent plate. Twelve wells were prepared for each group. A consistent volume of 100 μl of 4×10^4 cells/ml was plated in each well. After 24 h, trastuzumab was administered to the treatment groups at a concentration of 25 μg/ml, which mimics therapeutic drug dosage in breast cancer patients. A HER2 inhibitor used extensively in breast cancer patients, trastuzumab, is a monoclonal antibody capable of arresting cell growth without inducing apoptosis. After another 24 h, the autofluorescence from NADH and FAD was measured using a plate reader.

NADH and FAD autofluorescence intensities were measured with a Tecan Infinite M1000 Pro microplate reader (San Jose, California) and Tecan i-Control software. For NADH fluorescence, the cells were excited at 330 to 370 nm and the emission signal was collected at 515 to 555 nm. For FAD fluorescence, the cells were excited at 430 to 470 nm and the emission signal was collected at 515 to 555 nm. The instrument was operated under epi-mode with an integration time of 50 μs, a frequency of 400 Hz, and a gain of 80. Measurements of each plate were taken twice within ten minutes to rule out the occurrence of photo-bleaching, and data were collected on three separate days.

The redox ratio was defined as the NADH fluorescence intensity divided by that of FAD. To account for proliferation rates across cell lines, the redox ratio was normalized to the number of cells per well and quantified using a bright field microscope at 10x magnification for a representative field-of-view. To account for intrinsic system variation across different days, the average redox ratio from each cell line was normalized to the control BT474 measurement on the same day. This normalization is comparable with employing a rhodamine fluorescence reference standard, which is common in fluorescence spectroscopy and quantitative fluorescence imaging. Kruskal–Wallis and rank-sum tests were used to determine statistical significance between cell lines and between control and trastuzumab-treated cells, respectively, with p < 0.05 indicating significance.

To ensure that the fluorescence signal is primarily emanating from NADH and FAD, a validation experiment was performed using FCCP [carbonyl cyanide-p-(trifluoromethoxy) phenyldrazone] and the MDA-MB-231 cell line. Since FCCP inhibits oxidative phosphorylation, a measurable decrease in cellular redox ratio would ensure that the signal collected by the fluorimeter primarily emanates from NADH and FAD. The MDA-MB-231 cells were chosen for this perturbation because their metabolism is most similar to noncancerous cells used for previous FCCP perturbation experiments, but it is acknowledged that different cell lines may respond to FCCP in different ways. Twelve wells of MDA-MB-231 cells were treated with DMEM media supplemented with 4-μM FCCP, and plate reader measurements were taken three times following a 60-s incubation period. The significant decrease in redox ratio (p < 0.05, not shown) agrees with previously published microscopy data and verifies that the autofluorescence signals detected in these experiments are primarily due to NADH and FAD.

The sensitivity of the plate reader to distinguish between breast cancer receptor status was demonstrated using four human cell lines: MDA-MB-231 (triple negative breast cancer), MCF7 (ER+/HER2−), SKBr3 (ER−/HER2+), and BT474 (ER+/HER2+). MDA-MB-231 cells exhibited the lowest redox ratio. The MCF7, SKBr3, and BT474 cells show increasing redox ratios with a distinct redox ratio for each cell line [p < 0.05, Fig. 1(a)]. These trends match our published confocal and multiphoton microscopy measurements of the optical redox ratio in these cell lines. As shown previously, the redox ratio values correlate with ER and HER2 expressions with the lowest redox ratio observed in the triple negative breast cancer cell line, MDA-MB-231, and the highest redox ratio in the HER2+/ER+ cell line, BT474. The separate NADH and FAD autofluorescence intensities were also significantly distinct for each cell line [p < 0.05, Figs. 1(b) and 1(c)]. The ability of the plate reader to relate these differences in metabolism is encouraging; it appears to quantify the optical redox ratio as effectively as confocal and multiphoton microscopy, but in a fast, high-volume manner.

In order to test the plate reader’s sensitivity to treatment-induced changes in optical redox ratio, the cell lines were treated with the HER2 inhibitor trastuzumab for 24 h. As expected, the redox ratios of the HER2-overexpressing cell lines, SKBr3 and BT474, decreased with trastuzumab treatment (p < 0.05), while those of the HER2-negative cell lines, MCF7 and MDA-MB-231, did not change [Fig. 2(a)]. These trends match published multiphoton microscopy. To reaffirm the significant trends in redox ratios, NADH and FAD intensities were separately quantified for each group. As expected, the NADH and FAD autofluorescence intensities did not differ between the control and treated groups of HER2-negative cells [p > 0.05, Figs. 2(b) and 2(c)]. However, the fluorescence intensities of the SKBr3 and BT474 cells did exhibit significant changes (p < 0.05). Interestingly, the intensities of both NADH and FAD were higher in treated SKBr3 cells than the control, with a greater increase in FAD intensity leading to the decreased redox ratio. Conversely,
the fluorescence intensities of both coenzymes in the treated BT474 cells decreased following the treatment; the overall decrease in redox ratio was caused by a greater decrease in NADH intensity than in that of FAD. Importantly, these differing trends in NADH and FAD autofluorescence intensities for each cell line agree with our previously published microscopy data of parallel experiments using BT474 cell monolayers,12,13 and highlight the utility of the redox ratio in measuring drug effect, rather than relying on trends shown by individual fluorophores. These results indicate that the metabolic sensitivity of the plate reader effectively measures changes in cellular metabolic state as an indicator of drug response. The evidence of these changes 24 h after treatment validates the instrument’s ability to quantify the optical redox ratio as accurately as microscopy methods with decreased equipment cost, data acquisition time, and number of samples. Quantification of this metabolic endpoint could be implemented in the early stages of the drug development process as a time- and cost-effective method to identify successful drug candidates.

In summary, microplate reader fluorescence measurements are presented as a method for rapid, high-throughput, and accurate assessment of cellular metabolism, breast cancer receptor status, and drug efficacy. The high cost and significant time for new drug development highlights the need for innovative approaches to accelerate drug discovery. We have demonstrated that autofluorescent plate reader measurements, which provide results consistent with published parallel experiments using confocal and multiphoton microscopy,12,13 could potentially meet this need. These methods enable sensitive, fast, and quantitative measurements of endogenous fluorescence in a high-volume platform. Given the high-throughput nature of the plate reader for optical measurements, this instrument merits further exploration in the fields of drug discovery, drug development, and metabolic monitoring.

Acknowledgments

Thank you to Dr. Hak-Joon Sung’s laboratory for use of the microplate reader. Funding includes the DOD BCRP (DOD-BC121998), the NIH/NCI (NIH R00-CA142888, R01-CA185747), and the Mary Kay Foundation (067-14).

References


